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Abstract: An analog hadron calorimeter (AHCAL) prototype of 5.3 nuclear interaction 
lengths thickness has been constructed by members of the CALICE Collaboration. The 
AHCAL prototype consists of a 38-layer sandwich structure of steel plates and highly- 
segmented scintillator tiles that are read out by wavelength-shifting fibers coupled to 
SiPMs. The signal is amplified and shaped with a custom-designed ASIC. A calibra- 
tion/monitoring system based on LED light was developed to monitor the SiPM gain and 
to measure the full SiPM response curve in order to correct for non-linearity. Ultimately, 
the physics goals are the study of hadron shower shapes and testing the concept of par- 
ticle flow. The technical goal consists of measuring the performance and reliability of 
7608 SiPMs. The AHCAL was commissioned in test beams at DESY and CERN. The 
entire prototype was completed in 2007 and recorded hadron showers, electron showers 
and muons at different energies and incident angles in test beams at CERN and Fermilab. 



*Now at CERN, Geneva 

^Now at University of Science and Technology of China, Hefei 
*now at University of Heidelberg 

^Now at University of Sussex, Physics and Astronomy Department, Brighton, Sussex, BNl 9QH, UK 
^Now at University of Sussex, Physics and Astronomy Department, Brighton, Sussex, BNl 9QH, UK 
"now at University Gottingen 



Contents 



m. Introduction ^ 

0. Goals and Design Considerations H 

S. Detector Layout i 

O Absorber Plates 

E3 Active Layers 

O The Scintillator SiPM System 

BXn SiPM and Their Performance i 

B.3.21 Manufacturing of the Scintillator Tiles HO 

KTl Tile Assembly and Quality Control HI 

El Cassette Design IS 

O Cassette Assembly [13 

1. The Readout System M 

O The Very-Front-End ASICs M 
14.1.11 Slow and Fast Shaping, Bias Adjustment and Input Coupling of 

the SiPM M 

14.1.21 Linearity, Gain and Noise Performance [TTI 

53 The Very-Front-End Readout Boards O 

Off-Detector Readout Electronics 20 

@. Online Software and Data Processing 21 

|7|. The Calibration and Monitoring System 23 

O The Light Distribution System 23 

E3 Calibration and Monitoring Electronics 23 

@. Calibration Procedure 23 

0. Commissioning and Initial Performance 2§ 

O Test of Single Modules M 

O Test Beam Setup at CERN 23 

E3 MIP Calibration 2i 

Noise and Occupancy SO 

E3 Performance of the SiPMs in the Test Beam E3 

EB Event Displays E3 



- 1 - 



HDL Conclusion 

im Acknowledgments 



1. Introduction 

The physics of the International Linear Collider (ILC) demands jet energy resolution of 
Oe/E = 30%/\/E in order to efficiently separate Z^, and Higgs bosons via recon- 
struction of their dijet invariant mass [1]. Boson separation depends on the success of the 
particle flow concept [2]. The basic idea consists of reconstructing jets by separating the 
contributions of charged particles, photon showers and neutral hadron showers and mea- 
suring each of these components using the best suited detector subsystems. A typical jet 
consists of 60% charged particles, 30% photons and 10% neutral hadrons. For example, 
charged hadrons and muons are reconstructed in the tracking system. Since their mo- 
menta are reconstructed with excellent resolution even for high-momentum particles, their 
contribution to the jet-energy resolution is negligible. Photons are reconstructed in the 
electromagnetic calorimeter with an energy resolution of typically 15% /\^, while neu- 
tral hadrons are reconstructed in the hadron calorimeter with a typical energy resolution of 
> 50% /Ve. 

In order to reconstruct accurately neutral hadron showers, energy deposits in the 
calorimeter from charged hadrons, photons, electrons and muons must be reconstructed 
and their energy removed from consideration. Due to overlapping showers the assignment 
of a cell in the calorimeter to a particular shower is ambiguous. This effect is accounted 
for by a 'confusion' term in the jet-energy resolution, which becomes the dominant term 
as particle separation decreases. Thus, the success of this technique relies on the accuracy 
with which individual cells in the hadron calorimeter are assigned to the correct shower. 
For successful associations both the electromagnetic and hadronic calorimeters must have 
high granularity in the longitudinal and transverse directions. 

We present herein a description of the design, construction, and commissioning of the 
1 m^ CALICE^ analog hadron calorimeter (AHCAL) prototype that consists of a steel- 
scintillator sandwich structure. The scintillator planes are segmented into square tiles that 
are individually read out by multipixel Geiger- mode-operated avalanche photodiodes, here 
called SiPMs [4-6]. The main technical goal is to test the performance and reliability of 
the SiPM readout on a large scale, since this detector uses thousands of SiPMs (7608) 
for photon readout in a test beam. Ultimately, our physics goals are the study of hadron 
shower shapes, reproduction of observed shower shapes in simulations, and first studies of 
particle flow (PFLOW) algorithms. 

ALICE stands for Calorimeter for the Linear Collider Experiment [3]. 
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First tests of the AHCAL prototype were accomplished with test beams at CERN in 
2006 and 2007. With a Si-W electromagnetic calorimeter (ECAL) prototype [7] in front 
and a tail catcher [8] behind the AHCAL, we have measured energy deposits of muons, 
electrons and pions. In addition, some data were taken with the AHCAL alone. Electron 
energies were varied between 10 GeV and 60 GeV, and pion energies between 2 GeV 
and 120 GeV. We also varied the incident beam angle from normal incidence (90°) to 
60° in steps of 10°. Further studies with a focus on lower energy data points continued at 
Fermilab in 2008 and 2009. Here, we also tested an electromagnetic calorimeter with W- 
scintillator-strips. 

This article is organized as follows. In Section Two we discuss goals and design 
considerations. In Section Three we present the detector layout and in Section Four we 
give details on the readout system. In Sections Five and Six we respectively give a short 
summary of the detector electronics and online software and data processing. In Sections 
Seven and Eight we discuss our calibration/monitoring system and our calibration method. 
We present commissioning and initial performance in Section Nine before concluding in 
Section Ten. 

2. Goals and Design Considerations 

The design of the AHCAL prototype described here is inspired by the calorimeter layout 
of the Large Detector concept (LDC) [9], which has evolved to the International Large 
Detector Concept (ILD) [10]. The AHCAL is constructed as a sampling calorimeter using 
a material of low magnetic permeability (ji < 1.01) as absorbers and scintillator plates, 
subdivided into tiles, as the active medium. The millimeter- size SiPM devices that are 
mounted on each tile allow operation in high magnetic fields [11]. The scintillation light is 
collected from the tile via wavelength-shifting (WLS) fibers embedded in a groove. This 
concept is different from existing tile calorimeters that have long fiber readout. Ultimately, 
this allows us to integrate both the photosensors and the front-end electronics into the 
detector volume. The high granularity imposed by particle flow methods is realizable with 
scintillators in a very compact way at reasonable cost. The baseline absorber material 
is stainless steel for reasons of cost and mechanical rigidity. However, since we do not 
anticipate operating the AHCAL prototype in magnetic fields in test beams, we have used 
absorber plates manufactured from standard steel (see Section ^TTt ). 

We have two main goals for the physics prototype. First, we want to test the novel 
SiPM readout technology on a large scale, identify critical operational issues, develop 
quality control procedures and establish reliable calibration concepts that include test 
bench data. We operate here nearly two orders of magnitude more SiPMs than in our 
first test calorimeter [12]. Second, we want to accumulate very large data samples of 
hadronic showers in several test beams. These samples are needed to investigate hadronic 
shower shapes and to test simulation models, since it is not possible to extract this infor- 
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mation from existing calorimeter data. The test beam data samples are also very useful for 
studying and tuning particle flow reconstruction algorithms with real events. 

Transverse dimensions of 1 m x 1 m and a depth of 1 m represent an adequate choice 
considering performance and cost. This guarantees that the core of hadron showers with 
energies up to several tens of GeV (the range being most relevant for the ILC) is laterally 
contained. The depth is comparable to that of a realistic ILC AHCAL which has to fit 
inside the diameter of the solenoid. The longitudinal segmentation should be of the order 
of one Xq and the transverse dimension of the order of a Moliere radius to resolve the 
electromagnetic substructure in the shower. Detailed simulation studies of overlapping 
hadronic showers in ILC events have shown that a transverse tile dimension of 3 cm x 3 cm 
provides optimal two-particle separation [13] and the anticipated jet energy resolution [2]. 
The total thickness of the AHCAL prototype is 5.3 nuclear interaction lengths (A.„) or 4.3 
pion interaction lengths (Xji). 

The design is largely based on established technologies and contains a high degree of 
redundancy to ensure stable and reliable operation of the AHCAL prototype over several 
years while testing the novel SiPM readout. Since this layout is not a section of a full 
detector for the ILC, it is not scalable and many of its external components still need to be 
integrated into the ILC detector volume. 

In test beam operation, the hadron calorimeter prototype is augmented with a tail 
catcher and muon tracker (TCMT) system [8] to record leakage out of the rear of the 
AHCAL prototype which becomes important particularly for high-energy hadrons. While 
for a 10 GeV pion the energy leakage is 3%, it reaches 8% for a 80 GeV pion [15]. The 
TCMT is a sandwich structure of steel absorber plates and scintillator strips read out by 
SiPMs connected to the same electronics as the AHCAL prototype. The first eight layers 
of the TCMT ( 1 . 1 A„) have the same longitudinal sampling as the AHCAL prototype, while 
the next eight layers have a coarse sampling corresponding to 4A„. In addition, the endplate 
of the AHCAL (0.12A„) contributes. The ECAL prototype [7] in front of the AHCAL 
prototype has a depth of 0.9 A„. The overall calorimeter depth is 0.88A„ -|-5.26A„ + 0. 1 A„ + 
5.76A„ = 12M„. 

Since particles in a coUiding-beam detector are produced over a large range of po- 
lar angles and charged-particle tracks are curved in the strong magnetic field of the ILC 
detector, the typical angle of incidence at the calorimeter front face will differ from 90°. 
Thus, we have built a mechanical support structure that accommodates incidence angles 
up to 55° without turning the support structure itself. The detector layout is modular such 
that active layers are exchangeable in order to test different readout technologies within 
the same absorber structure. 

3. Detector Layout 

The AHCAL prototype consists of a sandwich structure of 38 absorber plates, 38 active 
layers containing 7608 scintillator cells and an endplate. A schematic layout is displayed 
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in Figure All scintillator tiles in a layer are housed inside a rigid cassette, i.e. a closed 
box with steel sheet top and bottom covers. A cassette with the calibration/monitoring 
board on one side and the readout electronics on the other side is called a module. Fig- 
ure displays the schematic layout of a module and a photograph of the scintillator tiles 
in a cassette for layers 1-30. The segmentation is 3 cm x 3 cm in the core and coarser 
elsewhere (see Section Figure ^ shows a schematic cross section of a cassette and Ta- 
ble [Tjsummarizes dimensions, Xq, and A„ of the individual components. A VME -based 
system for digitization and data acquisition is placed in a separate crate. The AHCAL 
prototype is placed on a movable stage that allows us to move the prototype up/down and 
left/right as well as to rotate it. In a rotated configuration, the individual layers have to be 
realigned to ensure that the beam still traverses through the center of each layer. 

3.1 Absorber Plates 

The steel plates are 1 m x 1 m wide and on average 17.4 mm thick. We use standard S235 
steel that is a composite of iron, carbon, manganese, phosphorus and sulphur. Table [I] 
summarizes the characteristic parameters of each layer^ while Table § shows the number 
of Xti, A„ and Xq for the entire AHCAL. The magnetic properties are irrelevant, because we 
do not plan any measurements inside a magnetic field. The absorber plates are mounted 
on support bars with four bolts. The gap width between plates is adjustable. For a perpen- 
dicular beam direction, the gaps are 1 .4 cm wide including a 2 mm tolerance to account 
for the aplanarity of the steel plates and to allow a smooth insertion of the cassettes. The 
cover sheets, each 2mm thick, together with the absorber plates yield on average a total 
absorber thickness of 21 .4 mm per layer. 

3.2 Active Layers 

Active layers one through 30 contain 216 scintillator tiles, while the last eight layers con- 
tain 141 scintillator tiles. Table summarizes the details of the layout of the AHCAL 
layers. Housing all scintillator tiles of a layer in cassettes allows us to independently test 
modules in electron beams, where typically four of them were stacked together without 
additional absorber plates. These tests are important for obtaining a first set of calibration 
constants. The modular design allows us to exchange individual modules easily in case of 
problems. 

3.3 The Scintillator SiPM System 

Figure ^ shows the fiber-SiPM readout of the three different size tiles. A rectangular- 
shaped groove with a cross section of 1/25" is milled into each scintillator tile using 

^The steel plates are covered with a thin layer of Zn to prevent rusting. The thickness is typically 100 /im 
on each side which occasionally may increase to 250/im. In the calculation of the properties we have 
assumed steel for the entire thickness. Including 100 /im thick Zn coating on each side decreases Ajc by 
0.0047 pion interaction lengths and increases by 0.0037 radiation lengths. 
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Figure 1. Schematic layout of tiie AHCAL prototype placed on a moving stage. The steel plates 
mounted on rods are shown rotated with respect to the beam that enters from the right hand side. 
The rack in the front houses the supply voltages, trigger electronics, and data acquisition system. 




a computer-controlled milling machine. A Kuraray Yll WLS fiber is inserted into the 
groove that collects the scintillation light. Using double cladding and coupling the fiber 
via an air gap to the tile maintains the total-reflection properties of the fiber. One fiber end 
is pressed against a 3M reflector foil, while the other end is coupled via an air gap to the 
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Table 1. Composition and properties of the absorber (cassette) plates and materials used in a 
cassette of one AHCAL layer [14], where p, Rm and / respectively denote the density, Moliere 
radius and fraction of components in composite materials (steel, PCB boards and cables) while 
other quantities are defined in the text. 




3M foil 



Figure 3. Schematic cross section of a cassette (not to scale). 
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Table 2. Number of pion interaction lengths, nuclear interaction lengths, radiation lengths, and 
thickness in the 38 layers of the AHCAL. The last column shows the average thickness of an 
individual layer. The exact thickness per layer varies from 3.093 cm to 3.183 cm due to variable 
sizes of the steel plates. 



granularity 


# layers 


# tiles 


# tiles 


# tiles 


tiles/ 


total 






3 cmx3 cm 


6 cmx6 cm 


12 cmxl2 cm 


layer 


# tiles 


fine 


30 


100 


96 


20 


216 


6480 


coarse 


8 




121 


20 


141 


1128 




38 










7608 



Table 3. AHCAL total amount of readout channels. 



SiPM. In the 30 cm x 30 cm core region the tile sizes are 3 cm x 3 cm and the groove has 
a quarter-circle shape. A full circle is not achievable, since the bending radius becomes 
too small. The quarter-circle shape yields a higher light collection efficiency than a simple 
diagonal readout [16]. The layer core is surrounded by three rings containing 6 cm x 6 cm 
tiles that have circular grooves, while the outer ring consists of 12 cm x 12 cm tiles that 
also have circular grooves into which the Yll fibers are inserted. The varying tile sizes 
represent a balance between shower sampling and cost. All scintillator tiles have a thick- 
ness of 5 mm, which is thick enough to ensure a sufficient signal-to-noise separation for 
MIPS. 

3.3.1 SiPM and Their Performance 

A SiPM is a multipixel silicon photodiode operated in the Geiger mode [4-6]. The photo- 
sensitive area is 1.1 mm x 1.1 mm containing 1156 pixels, each 32 /im x 32 /im in size. 
SiPMs are operated with a reverse bias voltage of ~ 50 V, which lies a few volts above 
the breakdown voltage, resulting in a gain of ~ 10^. Once a pixel is fired it produces a 
Geiger discharge. The analog information is obtained by siumning the signals from all 
pixels. Thus, the dynamic range is limited by the total number of pixels. Each pixel has 
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Figure 4. Readout of 3 cm x 3 cm (left), 6 cm x 6 cm (middle), and 12 cm x 12 cm tiles (right) 
with WLS fibers and SiPMs. 

a quenching resistor of the order of a few MQ. built in, which is necessary to break off 
the Geiger discharge. Photons from a Geiger discharge in one pixel may fire neighboring 
pixels yielding inter-pixel cross talk. For stable operations we selected detectors with an 
inter-pixel cross talk of less than 35% and with moderate dark current caused by pile-up 
from thermal noise-induced signals. The pixel recovery time is of the order of 100 ns. 
However, recovery times as low as 20 ns are achievable by reducing the resistance. For 
short recovery times, the light pulse of a tile is sufficiently long that a pixel may fire a 
second time. This is a disadvantage as the SiPM saturation depends on the signal shape. 
Thus, we use relatively high quenching resistors. Furthermore, the sensors are unaffected 
by magnetic fields as tests in magnetic fields up to 4 T confirm [11]. 

More than 10,000 SiPMs have been produced by the MEPhl/PULSAR group and 
have been tested at ITEP. The tests are performed in an automated setup, where 15 SiPMs 
are simultaneously illuminated with calibrated light from a bundle of Kuraray Yll WLS 
fibers excited by a UV LED. During the first 48 hours, the SiPMs are operated at a bias 
voltage that is about 2 V above the normal operation voltage. This procedure allows us to 
reject detectors with unstable currents caused by long discharge. Next, the gain, noise and 
relative efficiency with respect to a reference photomultiplier are measured as a function 
of the reverse-bias voltage. The reverse-bias voltage working point is chosen such that 
a signal from minimum-ionizing particle (MIP), provided by the calibrated LED light, 
yields 15 pixels in order to ascertain a large dynamic range and to have the MIP signal 
well separated from the pedestal. 

At the working point, we measure several SiPM characteristics. With low-light inten- 
sities of the LED, we record pulse height spectra that are used for the gain calibration. A 
typical pulse height spectrum is shown in Figure ^ (left plot), in which up to nine individual 
peaks corresponding to different numbers of fired pixels are clearly visible. 

This excellent resolution is extremely important for calorimetric applications, since it 
provides self-calibration and monitoring of each channel. We record the response function 
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Figure 5. A typical SiPM spectrum for low-intensity light (left) showing the pedestal in the first 
peak and up to eight fired pixels in the successive peaks. The response function for SiPMs of fired 
pixels versus input light (right). The curves are taken as a set of twenty measurements at increasing 
light intensities and can be fit with a sum of two exponential functions. 



of each SiPM over the entire dynamic range (zero to saturation). Figure ^ (right plot) 
shows the number of pixels fired versus the light intensity in units of MIPs for different 
SiPMs. The shape of the response function of all SiPMs is similar and individual curves are 
generally within 15% of one another. In addition, we measure the noise rate at a threshold 
of 0.5 MIPs, the inter-pixel cross talk, and the SiPM current as shown in Figure Arrows 
in the figures indicate the requirements for our detector selection. 

The relative variation of SiPM parameters for a 0. 1 V change of the bias voltage is 
also measured and is shown in Figure 0. Thus, a voltage change of 0. 1 V modifies most 
SiPM parameters by 2-3%. The largest effects of about 5% are found for the cross talk 
and the SiPM response. 

We use SiPMs with noise rates of less than 3 kHz at half a MIP threshold.^ Additional 
requirements on other parameters reduce the yield only slightly. The main noise sources 
are the SiPM dark current caused by pile-up from thermal noise-induced signals and cross 
talk. Both sources depend on temperature (T), fluctuations in the bias voltage (AV) and the 
readout electronics. A decrease in temperature by 2°C leads to a decrease of the breakdown 
voltage by 0. 1 V, which is equivalent to an increase of the bias voltage by the same amount. 
In addition, a decrease in temperature leads to a decrease of SiPM dark rate. 

3.3.2 Manufacturing of the Scintillator Tiles 

The scintillator tiles have been produced by the UNIPLAST plant in Vladimir, Russia. 
^Here, a threshold of 0.5 MIPs corresponds approximately to 7.5 fired pixels. 



-10- 




Figure 6. The distribution of SiPM noise at half a MIP threshold (left), cross talk (middle), and 
current (right). Arrows show the maximum values on noise, cross talk and current permitted in the 
prototype. 



The scintillator material is p-terphenyle plus POPOP dissolved in polystyrene (BASF130). 
Three molds have been fabricated to produce the three different tile sizes. The prototype 
uses 3000 small tiles, 3848 medium tiles and 760 large tiles. The four sides of each tile are 
matted by a chemical treatment providing a white surface that serves as a diffuse reflector. 
Thus, no reflector foils are needed between tiles allowing us to place one tile next to the 
other without gaps. 

3.3.3 Tile Assembly and Quality Control 

Before inserting the Yll fibers into the groove they are heated to 90°C to avoid the de- 
velopment of micro cracks on the surface when bent which would reduce light transport 
efficiency. The fibers are cut to the correct length with a diamond cutter. This procedure 
yields a flat surface and requires no additional polishing. A small groove is machined into 
the tile near the edge into which the SiPM is inserted, in order to place the SiPM at a 
well-defined position with respect to the fiber. The WLS fiber is coupled to the SiPM via 
an air gap that can vary between 50 /im and 100 /im. This ensures an optimal illumination 
of the SiPM pixels. 

After inserting the Yll fibers and mounting the SiPMs the light output of all tiles 
was measured at ITEP. The signal yield in the SiPM depends on the light output of the 
scintillator, the coupling of the scintillator-fiber and fiber-SiPM, as well as the efficiency 
of the SiPM. The latter depends both on AV and on T. For each tile the MIP response is 
measured using triggered electrons from a ^*^Sr source. The trigger signal was obtained 
from a scintillator below the tile. The ^''Sr spectrum collected with the trigger is very 
similar to the MIP spectrum measured at the ITEP test beam. The mean value of the 
MIP response varies from tile to tile because of the different light collection efficiencies. 
Figure |S| shows the measured distribution. The average light yield is 16.6 pixels with an 
RMS spread of 3.6 pixels. From this distribution 7608 tiles have been selected that have 
light yields closest to 15 pixels. Too low a yield reduces the separation of the MIP from 
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Figure 7. Distributions of the relative variation of SiPM parameters (number of pixels per MIP, 
SiPM gain, SiPM response, SiPM efficiency, noise frequency and cross talk) for a 0. 1 V change in 
bias voltage. 



the noise, while too high a light yield reduces the dynamic range for energy detection. 



3.4 Cassette Design 

The basic cassette structure consists of a 1 cm wide and 8 mm thick aluminum frame with 
front and rear covered by 2 mm thick steel sheets. Viewed in the reverse beam direction, 
each cassette contains a 115 /im thick sheet of 3M reflector foil glued to the steel sheet; 
the scintillator tiles; another sheet of 3M reflector foil; a support plate made of FR4 hold- 
ing cables and optical fibers, and a 50 jum thick mylar foil for electrical insulation (see 
Figure The individual contributions to the nuclear interaction length A„, the radiation 
length, and the Moliere radius Rm for an AHCAL layer are summarized in Table [1]. 
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Figure 8. Light yield of 8 100 scintillator tiles measured at ITEP on a test bench. For the prototype, 
tiles with a light yield closest to 15 pixels/MIP were selected. 



The SiPMs are connected to the front-end electronics via 50 Q. micro-coax cables that 
carry both signal and bias voltage (on the shield). This design choice is based on the suc- 
cessful experience with the SiPM operation in a small test prototype [12]. It also provides 
more flexibility for different front-end electronics designs than a specially adapted printed 
circuit board. The latter design choice will be considered in future prototype versions. 
The FR4 plate is used to fix the positions of cables and calibration fibers, thus minimizing 
forces from bending or weight that may act on solder connections or SiPMs. Viewed from 
the beam direction (entering from the top in Figure 0), the front-end boards are mounted 
with seven robust two-row 64-pin connectors on the right-hand side of the cassette. On 
the left-hand side, precision holes house the LEDs and PIN diodes of the Calibration and 
Monitoring Board (CMB). 

3.5 Cassette Assembly 

The cassette assembly was accomplished at DESY in cooperation with Russian groups. 
First, the rear steel plate and the internal FR4 plate were covered with 3M super-radiant 
reflector foil. The cassette frame was mounted on the assembly table with the rear plate 
on the bottom. Tiles were laid out and fixed in their final position by means of several 
pairs of wedges on one horizontal side and one vertical side of the cassette, see Figure [T^ 
(left). This method has the disadvantage that tile size inaccuracies, which have been found 
to mainly originate from the chemical matting process, may accumulate and need to be 
compensated by thin spacers in particular places. To overcome this problem in the future 
we will consider positioning the tiles individually with respect to the electronics structure. 
The FR4 plate has two properly positioned circular holes per tile, one to connect the 
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Figure 9. Photograph of a fully assembled module. 



SiPM, the other to inject UV light from the optical fiber into the scintillator. In order to 
protect the SiPM from mechanical stress perpendicular to the tile layer, the SiPM pins 
are soldered to a small flexible PCB of 0.3 mm thickness, see Figure [T^ (right). We can 
easily adjust for residual tolerances in the position relative to the FR4 plate and extend 
the coaxial cable shield to the SiPM pins. After gluing the PCB foil to the FR4 plate the 
coaxial cable is soldered to it. 

In the next step, we position the optical calibration system fiber bundles and connect 
the individual fibers to small conical metal mirrors for light injection into each tile. We 
have optimized the optical connection to the tiles, as well as the gluing of the bundles 
and their connection to the LED in order to equalize the light intensity in the 1 8 channels 
connected to one bundle. 

In the final step we install the temperature sensors and calibration signal lines. We 
test each photosensor with dark pulses before closing the cassette to ensure that the entire 
channel from the SiPM to the ADC works. Occasionally, we found a damaged SiPM 
and simply replaced it. The holes in the FR4 plate are sufficiently large to perform this 
operation from the top, without disassembling the entire tile. 

4. The Readout System 

The AHCAL readout concept is based upon the same architecture as that of the ECAL 
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Figure 10. Photograph of the wedges fixing the tiles inside a cassette (left) and photograph of the 
flexfoils used in a cassette (right). 



prototype [7]. A schematic view of the entire readout system is shown in Figure |TT]. 
Adopting the same design for the back-end data acquisition of VME CALICE readout 
cards (CRC [17]) as for the ECAL provides a considerable simplification, since the number 
of readout channels of both prototypes is similar. Thus, in a combined test beam setup the 
same data acquisition system may be used. The front-end electronics are matched to the 
SiPM needs. A single ASIC houses an 18-fold multiplexed chain of pre-amplifier, shaper, 
and sample-and-hold circuit (ILC-SiPM [18]). The signals from twelve ASICs are fed into 
one of the eight input ports of the CALICE readout card and are digitized by 16-bit ADCs. 

We operate the readout system in two different modes, either to detect individual 
pixels or to measure the full dynamic range. In calibration mode with LED signals, we 
use high gain and a fast shaping time of 40 ns (peak), while in the physics mode we use 
low gain and a shaping time of 180 ns providing sufficient latency for the particle beam 
trigger. 
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Figure 11. Schematic view of the readout and data acquisition. 
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Figure 12. Block diagram of the ASIC chip. 



4.1 The Very-Front-End ASICs 

The 18 channel ASIC chip is based on the readout chip for the Si-W ECAL prototype 
and uses AMS 0.8/im CMOS technology [19]. A schematic view of a single channel of 
the ILC-SIPM ASIC chip is depicted in Figure |T^. The integrated components allow us 
to select one of sixteen fixed preamplifier gain factors from 1 to 100 mV/pC, and one of 
sixteen CR — RC^ shapers with shaping times from 40 to 180 ns. A 10 kQ. resistor may be 
added at the preamplifier input to further delay the signal peaking time at the expense of a 
40% increase in noise. After shaping, the signal is held at its maximum amplitude with a 
track and hold method and is multiplexed by an 18 channel multiplexer to provide a single 
analog output to the ADC. The total power consumption of the chip is around 200 mW 
for a 5 V supply voltage. At the end of 2004 about 1000 ASICs were produced and were 
packaged in a QFPlOO case. 

4.1.1 Slow and Fast Shaping, Bias Adjustment and Input Coupling of the SiPM 

The ASIC is operated in two different modes due to different timing requirements for 
physics events and calibration data. In physics events, the signals from each cell can 
vary between half a MIP and full saturation of the SiPM. In addition, the signals need to 
be delayed until the trigger decision has been reached in a test beam environment. We, 
therefore, need the longest shaping time of 180 ns in the physics mode. On the other 
hand, we obtain calibration data in dedicated runs with LED light to determine the SiPM 
gain. Here, we minimize the shaping time and use the highest amplification from the 
preamplifier in order to achieve the optimum signal-to-noise ratio. The pulse shapes in the 
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calibration mode and the physics mode are shown in Figure [T3|. In the calibration mode, 
the measurements are performed without the input resistor. 

The SiPM is directly connected to the chip as shown in Figure [l^- In order to adjust 
the reverse bias voltage of the SiPMs individually, an eight-bit DAC is placed directly 
at the preamplifier input. Except for high voltage decoupling and cable matching of the 
50 components no external circuitry is needed. The layout of the ASIC chip itself and a 
photograph are depicted in Figure |T5]. 




Figure 13. Pulse shapes in the calibration mode (left) and the physics mode (right). 
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Figure 14. Coupling diagram of the SiPM to the ASIC chip. 



4.1.2 Linearity, Gain and Noise Performance 

We measured linearity, gain, and noise for both operation modes. Figure [T^ (left) shows 
charge injection measurements for different preamplifier gain settings and shaping times. 
Figure |T^ (right) shows the deviations from linearity for operation in the physics mode. 
Based on these measurements we chose gain settings in the physics mode such that a 
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Figure 15. Schematic diagram (left) and photograph (right) of the ASIC chip. 



linearity better than 3% was achieved for input charges up to 190 pC. This ensured that 
SiPMs with pixel gains up to 10^ could be recorded up to full SiPM saturation ^. The 
calibration mode covered a range up to 10 pC with a linearity of 1% or less [20]. 

We measured a gain of 92 ^ in calibration mode and 8.2 ^ in physics mode. We 
determined the chip noise in the calibration mode to be 1 .72 mV (1.52 mV), when the input 
signal is (not) connected yielding a signal-to-noise ratio of 8.6 per fired single pixel. For a 
SiPM with 10^ pixel gain and an average of 15 pixels per MIP we expect a signal-to-noise 
ratio of 12.6 for a MIP signal in physics mode [20]. 

During commissioning of the CERN 2006 test beam, we observed typical signal-to- 
noise ratios of four for single pixels and eleven for minimum ionizing muons [21]. The 
large difference in the single -pixel signal-to-noise ratio between the measurement and the 
expectation mainly results from the very short shaping time. The signal-to-noise ratio 
measured in the test beam, however, is smaller than the expectation, because most SiPMs 
have a gain lower than 10^ and due to the short shaping time not all the signal charge is 
collected. 

The linearity of the 18 channels of the DAC is shown in Figure [17| (left). The non- 
linearity of ~ 2% essentially results from a mismatch in current mirrors. The total range 
of 4.5 V specifies the voltage selection range of SiPMs grouped together and connected to 
a given base board in a single cassette. The deviation from linearity is shown in Figure [T7| 
(right) for channel zero as an example. The non-linearities of the other channels are similar 
in size. 

4.2 The Very-Front-End Readout Boards 

As shown in Figure |rS|, we use two different types of Very-Front-End (VFE) readout 



boards to interface the SiPM outputs to the data acquisition system (DAQ). The first is 
a mezzanine board, called AHCAL analog board (HAB) that carries one VFE ASIC with 
18 SiPM input channels. The second is a base board, called AHCAL base board (HBAB) 



gain of 19^ corresponds to a charge of 160 fC 
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Figure 16. Linearity measurements of preamplifier and sliaper for input capacitance of Cf = 
0.1 pF, 0.2 pF, 0.4 pF, 0.8 pF and 1.5 pF (left) and residuals for operation in the physics mode 
(right). The dashed (red) lines show a ±0.5% deviation from linearity. 





















J, 























































- Channel 

- Channel 1 
Channel 2 
Channel 3 

- Channel 4 
~ Channel 5 
~ Channel 6 

- Channel 7 
Channel 8 
Channel 9 
Channel 1( 
Channel 1 
Channel Y. 
Channel V. 
Channel 1' 
Channel 1! 

- Channel 1 1 
Channel 1 ' 



50 100 150 200 250 300 
DAC count 



0.1 

0.08 

0.06 

0.04 

0.02 

0. 

-0.02 
-0.04 
-0.06 
-0.08 
-0.1 



























































4- 























































50 100 



150 200 250 
DAC count 



Figure 17. Measurements of the DAC linearity of 18 channels (left) and residuals for channel zero 
(right). 



that carries up to six HABs. Each HAB provides an output driver (with a gain of two) for 
the processed analog SiPM signal, contains control and configuration electronics that is set 
remotely by the DAQ, and provides the correct bias voltage for each SiPM. The HBABs, 
with dimensions of 47.5 cmxl9 cm, house all control functions and configuration data 
from the DAQ to the ASICs. Two HBABs read out the 216 SiPM channels of one AH- 
CAL layer. The modular design of the readout and use of connectors allow us to replace 
individual boards in case of malfunction. 

Both types of boards are six-layer designs with a dedicated power-ground system. All 
critical signals, especially the analog outputs of the VFE ASICs and the fast LVDS control 
signals, are routed differentially with a 120 Q line impedance that matches the impedance 
of the cable to the DAQ. The external trigger line from the DAQ used by the ASICs to hold 
the current input signal is length-balanced in order to achieve synchronous sampling of all 
ASICs. Without the SiPM connected, the VFE noise (at most 1.5 mV RMS) is dominated 
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by the ASIC noise. 




Figure 18. The VFE AHCAL base board with six mezzanine boards. The connection to the SiPMs 
is via coaxial cables. 



5. Off-Detector Readout Electronics 

The off-detector electronics distributes the sample-and-hold signals required by the VFE 
electronics within a latency of 180± 10 ns, drives the VFE signal sequence to multiplex the 
analog signal readout, digitizes the signals, and stores the data. The CRCs (see Figure |TT[) 
performing this task contain eight front-end (EE) sections that are fanned into a single 
back-end (BE) section providing the interface to VME. Each EE section controls twelve 
VFE readout ASICs needed to read out a single layer of the AHCAL. It is equipped with 
twelve 16-bit ADCs to digitize the SiPM signals. The data volume within each EE is 512 
bytes per event. The BE collects the digitized signals and stores them into an 8 MByte 
memory. Since the typical event size is 4 kByte per CRC, about 2000 events can be stored 
before readout is required. 

The CRCs also handle the trigger control and distribution. The trigger logic built in the 
BE allows for significant complexity, since we define the trigger condition via software. 
We set a trigger busy signal to prevent further triggers until the digitization of the VFE 
analog data is completed. We use the rising edge of the trigger signal to synchronize the 
entire system and derive all timing information including the time-critical sample-and-hold 
signal from this edge. 

The system performs as expected meeting all requirements. The sample-and-hold is 
distributed on the derived 160 MHz clock within a minimum of 160 ns. This allows us 
to implement the rest of the latency of 180 ns as a software delay in the EE FPGA. Time 
jitter on this signal comes from the 6.25 ns rounding errors of the clock. The CRC noise 
without the AHCAL is only 1.4 ADC bins on average, while the VFE electronics has a 
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noise of 18 ADC bins. The trigger counter synchronization is very reliable. Further details 
are given in [7]. 

The dynamic range for measuring hadron showers is determined by the number of 
pixels per MEP and the total number of pixels in the SiPM. For an average of 15 pixels per 
MIP and 1 156 pixel the dynamic range of the photosensor is of the order of 70 MIPs. The 
dynamic range of the ADC is around 100 MIPs, which is somewhat higher to ensure that 
that the hadron energy measurements are not affected by non-linearities of the ADCs at 
high ADC bins. 

6. Online Software and Data Processing 

The online software is designed to satisfy the electronics requirement of an instantaneous 
event rate of up to 1 kHz and an accepted average event rate of 100 Hz. We store infor- 
mation on the hardware configuration and beam properties together with the data in the 
run data files to simplify subsequent data processing. We save the data as C++ objects and 
serialize them explicitly. The software is designed to use a simple memory management 
by avoiding virtual functions or pointers within the data classes. We have implemented 
variable-length data objects using free memory immediately following the object. The 
online software uses fast accessor classes to write objects and to locate existing objects 
within the event record. During data taking, a copy of the complete event record is written 
to disk once the online processing of the event is completed. 

The CALICE DAQ system is optimized for maximal acquisition speed. In a first pro- 
cessing step, the conversion step, the raw data are tested with respect to their integrity 
and are converted into LCIO [22], the standard data format for ILC-related studies. This 
step also acts as an event builder. During the conversion, a database is filled with infor- 
mation of the detector configuration, including temperature recordings, voltage settings, 
calibration constants and other specific information of the run, such as machine-related pa- 
rameters. In a second processing step, the reconstruction step, zero suppression is applied 
and calibrated calorimeter hits are produced as the main output of this step. The size of the 
processed events is typically reduced by a factor of three compared to that of the raw data. 
In addition, the DAQ has the capability to include relevant data from other detectors, such 
as tracks from a tracking chamber and hits from Cherenkov counters. This is important 
information needed in a test beam to locate the particle position and determine the particle 
t5^e. Digitization algorithms developed for the test beam data are easily portable into a 
full detector simulation. Further details about the management and processing of CALICE 
data are given in [23]. 

The full system achieves a readout rate of 120 Hz when not limited by the beam 
intensity or spill structure. The average readout rate during high-intensity spills is approx- 
imately 90 Hz. The trigger rate during spills is ~600 Hz and is limited by the rate of 
reading out the trigger counters for synchronization purposes. A high readout frequency 
helps to check for synchronization errors. The system recorded up to 10 million events per 
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day and ran for several beam periods of months. In total, about 300 million events have 
been collected, filling approximately 30 TBytes of disk space. Further details are given 
in [7]. 

7. The Calibration and Monitoring System 

Since the SiPMs are sensitive to changes in temperature and operation voltage, we need 
to monitor them during test beam operations. The monitoring system needs sufficient 
flexibility to perform three different tasks. First, we utilize the self-calibration properties 
of the SiPMs to achieve a calibration of the ADC in terms of pixels that is needed for non- 
linearity corrections and for directly monitoring the SiPM gain. Second, we monitor all 
SiPMs during test beam operations with a fixed-intensity light pulse. Third, we cross check 
the full SiPM response function by varying the light intensity from zero to the saturation 
level [24]. 

We built a monitoring system that distributes UV light from an LED to each tile via 
clear fibers. We use UV light to attain efficient light collection by the WLS fiber. The 
pulses are 10 ns wide in order to match real signals as closely as possible. If the signal 
width becomes too long, the probability for a pixel to fire twice increases rapidly. The 
LED light itself is monitored with a PIN photodiode to correct for fluctuations in the LED 
light intensity that is adjustable from the DAQ system. By varying the voltage, the LED 
intensity covers the full dynamic range from zero to saturation (~ 70 MIPs). 

In addition, we use high-precision power supplies to supply the reverse-bias voltage 
to the SiPM. Finally, we have placed five thermosensors in each cassette that are read out 
regularly by a slow control system storing a time stamp and the temperature recordings in 
a database [25]. 

7.1 The Light Distribution System 

Since space constraints set a limit on the total number of LEDs plus electronics in a cas- 
sette, we couple 19 clear fibers to one LED of which 18 fibers are routed to the scintillator 
tiles and one fiber is routed to a PIN photodiode. The LEDs have to produce fast, bright 
and uniform light signals. A standard UV LED with an emission maximum at 400 nm 
fulfills all our requirements. Figure shows the emission spectrum of the UV LED. 
Measurements of the light emission pattern in a dedicated laboratory setup show that the 
light variation is less than a factor of two between brightest and dimmest illuminated fiber. 
This is sufficient to perform gain monitoring as low as two pixels and to measure the 
saturation curve at least in a region where the maximum number of firing pixels can be 
extrapolated from a fit. For low LED intensities we observe prominent pixel peaks in all 
SiPMs. When the LED intensity is increased the pixel peaks broaden and become less 
well distinguishable. 

We use 10 cm to 90 cm long, clear, single-clad fibers with a diameter of 0.75 mm 
to transport the LED light into the tiles. We have performed aging tests of the fibers by 
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Figure 19. The emission spectrum of the UV LED. 

pulsing the LED at high rate and measuring the light intensity at the end of a fiber. This 
test, which is equivalent to a ten year operation, shows no deterioration. To ascertain a 
straight alignment of the fibers in front of the LED, the 19 fiber ends are glued together 
inside a 1 .4 cm long metal sleeve with 0.5 cm diameter. The metal sleeve is inserted into 
a hole drilled into the aluminum frame of the cassette. An LED is inserted into this hole 
from the other side. The LEDs are soldered first to the LED driver electronics located 
on the CMB, which is attached to the cassette frame pushing the LEDs towards the fiber 
bundles. On the other end, each fiber is glued to a conical aluminum mirror that is 0.7 cm 
in diameter and is glued to a FR4 plate reflecting the LED light onto the scintillator tile 
at an angle of 90° (see Section |J31 ). The PIN photodiodes are also mounted on the CMB 
and are inserted into a hole in the cassette frame. The fiber is inserted from the other side 
and is centered in the hole by a special adapter. All couplings consist of thin air gaps. 
This construction is rather robust providing a reliable and uniform light distribution after 
moving the cassettes into place. 

7.2 Calibration and Monitoring Electronics 

The CMBs contain all the electronics needed to drive the LEDs, set the gain of the pream- 
plifiers for the PIN photodiode signals, and read out the temperature sensors. The LED 
light amplitudes are tunable from low intensities triggering individual pixels to high in- 
tensities producing far over 70 MIP signals. The pulse widths are adjustable within a few 
ns. Here, we use a typical pulse width of 10 ns. The trigger for the pulse start is obtained 
from the DAQ and is synchronized with the readout, while an analog signal from DAQ, 
(V-calib), is used to control the amplitude of LED light. We use a common steering of the 
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amplitude and the pulse- width for all LEDs. 

Figure ^ displays the schematic of the LED driver. Our design is particularly opti- 
mized for the generation of nearly rectangular pulses, i.e. pulses with a fast rise time and 
fast fall time (~ 1 ns). We have checked that the LED light emission characteristics do 
not change with the increase of the LED current in the range 10 /iA to 10 mA. In order 
to reduce light fluctuations among the LEDs we have selected a subsample with a similar 
light-intensity profile for one cassette. A photograph of the CMB is depicted in Figure ^ 



Since PIN photodiodes have a gain of one, we need an additional charge-sensitive 
preamplifier for the PIN photodiode readout. The rest of the readout chain is the same as 
that of the SiPMs. The presence of a high-gain preamplifier directly on the board in the 
vicinity of the power signals for LEDs, however, has turned out to be a source of cross 
talk. 

Another task of the CMB consists of reading out the temperature sensors via a 12 bit 
ADC. The temperature values are sent to the Slow Control system via a CANbus interface. 
One CMB operates seven temperature sensors, two sensors directly located on the readout 
board and five sensors distributed across the center of the cassette. The sensors consisting 
of integrated circuits of type LM35DM produced by National Semiconductor are placed in 
a 1.5 mm high SMD socket. Their absolute accuracy is < 0.6°C. A microprocessor of the 
PIC 18F448 family in association with a CAN controller interface, PCA82C250, provides 
the communication of the CMB with the Slow Control system. We have not observed any 
noise pickup in the CMB. 

During test beam operations, we take sets of special runs to scan the SiPM response 
function, perform gain calibrations with low-intensity LED light, determine the electron- 
ics intercalibration between operation in calibration mode and physics mode, and record 
the LED reference signals and pedestals between spills. LED amplitudes for readout in 
high-gain mode and low-gain mode have been optimized individually for each module to 
provide sufficient points for the gain calibration and to record the response curves. In ad- 
dition, all twelve LEDs in one module (one CMB) are manually tuned to deliver the same 
amount of light to ensure that all SiPM signals show single-pixel peaks. All adjustments 
have been performed after complete module assembly. First tests were obtained using the 
full data acquisition chain in a special test installation at the DESY electron test beam. 
After tuning of the LED monitoring system the efficiency for successful gain calibrations 
on all modules is around 98%. This includes a few broken LEDs and noisy SiPMs for 
which the single photoelectron peak spectrum cannot be fitted to extract a gain value. 

8. Calibration Procedure 

We calibrate each cell to the MIP scale by 

, Aj [ADC] , / Af [ADC] \ 



-24- 



ENable 



DRVpuls 



inv DRVpul; 




'iTLTL 



amplitude "V-calib" modified ^ 



ov 



Figure 20. Layout of the LED driver. 




Figure 21. Photograph of the caUbration and monitoring board. 



where A,- [ADC] (Af [ADC] ) is the pedestal subtracted energy measured for physics (cal- 
ibration) events in units of ADC bins for cell cf^^^ is a conversion factor of ADC bins 
into MIPs, the function fi is the SiPM response function describing the SiPM output signal 
as a function of the incoming light intensity, and cf^^^^ is a conversion factor of ADC bins 
into units of a single avalanche in a SiPM pixel that includes the intercalibration constant. 

We extract the MIP conversion factors cf^^^ of each cell using the most probable 
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Figure 22. Left: Distribution of single pixel peaks measured in the gain calibration. The super- 
imposed curve is a fit with multiple Gaussian functions. Right: The MIP distribution of muons 
measured in a cell in the physics mode. The superimposed curve is a fit to a Landau distribution 
convolved with a Gaussian function. The noise spectrum is shown as a reference. 



response to the approximately minimum ionizing muons. A typical MIP spectrum together 
with the pedestal spectrum of the same channel is shown in Figure ^ (right). In the 
summed shower energy, we consider only cells in which the energy exceeds half a MIP. 
This eliminates most of the electronic noise, while keeping a high efficiency for single 
particles. 

We measured the response function // of each SiPM on the test bench before instal- 
lation (see Figure ^ right). The inverse function f^^ is used to correct for non-linearities 
in the response. In future, these measurements could be replaced by regularly updated 
in-situ measurements providing improved non-linearity corrections. A typical calibration 
spectrum is depicted in Figure 22 (left). The inverse response function /-^^ {Aj [ADC]) is 
nearly one for small measured energies increasing approximately exponentially towards 
higher energies. In the range of our operation the maximum correction factor does not 
exceed three. The conversion from the MIP scale to the GeV scale is achieved using test 
beam data of known energies. 



9. Commissioning and Initial Performance 

Commissioning started with modules without absorber plates in a DESY electron beam. 
In a dedicated setup we have tested up to four modules with 3 GeV electrons. We have 
determined a first MIP calibration and have measured the in situ light yield by combining 
the MIP calibration and gain calibration. Furthermore, we have tested the non-linearity 
correction with additional absorber material in front of the module under study. These 
initial studies were performed to establish the readout, calibration and monitoring of the 
7608 SiPMs used in the AHC AL prototype. 

9.1 Test of Single Modules 

Using the initial test beam setup at DESY we have measured energies up to ~40 MIPs per 
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Figure 23. Left: Comparison of SiPM readout and PM readout for a 5 GeV e+ beam showering 
in a 5 Xq thick lead absorber for uncorrected data (crosses), corrected data (solid points) and a 
GEANT3 simulation (squares); Right: Residuals of the SiPM data and simulation for uncorrected 
(crosses) and corrected data (solid points). 



tile. We have compared the performance of the SiPM readout with that of a photomultiplier 
(PM) readout using a specially equipped cassette. For the latter setup we used long WLS 
fibers that were routed from the scintillator tiles to the outside of the module where the 
PMs were located. We positioned a lead absorber plate of variable thickness on the beam 
line in front of the module in order to initiate an electromagnetic shower. Figure ^ (left 
plot) shows the correlation of the energy collected by the reference scintillator-PM system 
to the energy recorded with the tile-SiPM system for a 5 GeV e+ beam showering in 
a 5 Xq thick lead absorber. For energies above 15 MIPs the uncorrected data (crosses) 
show a clear deviation from a GEANT3 simulation (squares) [26]. The largest fraction 
of energies in the shower maximum lies in the range between 15 and 35 MIPs, where 
the simulation deviates from the data by 10 — 25%. After correcting the SiPM signals 
on an event-by-event basis using the measured response function (see Equation |01 ), the 
simulation and the data show good agreement. This is depicted in Figure ^ (right plot) 
displaying the residual of the corrected data with respect to the simulation. 



9.2 Test Beam Setup at CERN 

The test beam setup at CERN in the H6 area started in 2006 with up to 23 modules in- 
stalled. In 2007 the full AHCAL prototype was completed and installed. Figure ^ shows 
the setup during 2006 and 2007 test beam. Data taking was carried out with a Si-W ECAL 
upstream and the TCMT downstream of the AHCAL. The 2006 data provide important 
tests and a validation of calibration and monitoring procedures. We can also use them to 
perform first studies of hadron shower shapes. The 2007 data, taken with the completed 
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AHCAL prototype, allow us to perform the full program. 

All detectors, beam monitoring devices and the DAQ itself showed a very high relia- 
bility. The uptime of the total system during test beam was > 95 %. During the two test 
beam periods we collected more than 2.5 x 10^ events without zero suppression. We col- 
lected large samples of ji^, and hadrons (h^). We collected showers in the 6-80 GeV 
(6-45 GeV) energy range for (e^). Figure ^ (right plot) summarizes the event collec- 



tion rate during the 2006 and 2007 test beam periods. 




Figure 24. CALICE calorimeter system setup at CERN in 2006 (left) and 2007 (right). 




Figure 25. Event collection rate during test beam in 2006 (left) and 2007 (right). 



9.3 MIP Calibration 

The calibration of each cell is accomplished with muons from a beam that has a sufficiently 
broad distribution to cover the entire front face of the AHCAL. A minimum of 2000 muon 
events per cell is necessary to obtain a reliable fit to the pulse height spectrum that is 
parameterized as a convolution of a Landau distribution and a Gaussian function. For 
a uniform beam distribution this amounts to a total of 5 x 10^ events. Since the beam 
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Figure 26. Three-dimensional event display of a muon from the test beam penetrating the ECAL, 
AHCAL and TCMT. Hits in the TCMT are indicated by the colored bars. 



has a Gaussian-shaped profile, we need approximately 4 x 10^ events to achieve a good 
calibration in the outermost cells. With an average data acquisition rate of 100 Hz, the 
MIP calibration of the entire AHCAL takes about 12 hours. 

In the offline processing of the data, we apply muon quality selection criteria to reject 
noise events and non-muon triggers. We define a muon as a track having at least A^min 
hits within a cylinder of radius i^tiie^ where A^^in is the minimum number of accepted 
hits that have a pulse height larger than half a MIP, based on the initial calibration. The 
value of 7?tiie is chosen to be the same for each of the three tile sizes. Figure ^ shows 
a one-event display of a 32 GeV/c muon that passed our track selection for N^i^ = 16. 
Figure ^ (right plot) displays a typical energy spectrum in a 3 cm x 3 cm calorimeter 
cell measured with selected muons. The fit shown represents a Landau distribution for the 
energy loss convolved with a Gaussian function to account for the system noise and the 
Poisson statistics introduced by the SiPM response. The most probable value of the fit 
function is defined to be the MIP calibration factor. In order to reduce a possible bias from 
our track selection, we fit only the part of the spectrum that lies above the noise threshold. 

Figure (left plot) shows the MIP detection efficiency of calibrated cells per module 
after imposing a minimal threshold of half a MIP. The band indicates the spread (RMS) of 
all cells in one module. We determine an average efficiency of 93% that lies slightly below 
our expectation of 95%. The reduced detection efficiency, however, is consistent with the 
fact that the calorimeter was operated at a working point of 13 pixels/MIP instead of the 
design value of 15 pixels/MIP Figure ^ (right plot) shows the average signal-to-noise 
ratio for the MIP signal in each module. We measure an average signal-to-noise ratio in 
the entire calorimeter of ~10. Figure ^ shows the light yields measured in the 2006 and 
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Figure 27. Average MIP detection efficiency in each calorimeter layer (left). Average signal-to- 
noise ratio in each calorimeter layer for a MIP signal (right). The bands indicates the spread among 
the tiles in one layer. 
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Figure 28. Recorded light yields in the test beam. 



2007 test beam data. The discrepancy between the measurements at ITEP and in the test 
beam are due to different operating conditions. 

9.4 Noise and Occupancy 

An adjustment of the bias voltage for the entire AHCAL prototype is necessary in order 
to set the light yield to 15 pixels/MIP and in turn to minimize the noise above threshold. 
If the reverse bias voltage is set too low, the number of pixels per MIP is reduced. In 
turn, if the threshold is lowered the noise level increases. If, on the other hand, the re- 
verse bias voltage is set too high, the SiPM dark current increases and in turn the noise 
rises. The optimization procedure allows us to compensate for light yield changes due to 
large temperature variations (about 57 mV/K). The SiPM operation voltage specified dur- 
ing production is referred to as nominal voltage (A HV = V). The SiPM noise behavior 



with operation voltage leads to an optimization range of ±1 V. This is sufficient to com- 
pensate for differences between ambient temperature at the test beam and during the SiPM 
production tests. Figure ^ shows the distributions of total energy (left plot) and number 
of hits (right plot) for noise (random triggers), for MIP signal measured in muon-induced 
events, and for their combination. While the noise spectra are obtained by summing the 
entire calorimeter for random triggers, the MlP-only spectrum is obtained by selecting 
only cells through which the muon passed. By requiring a threshold of half a MIP in each 
channel the noise is negligible. It should be noted that the MIP position depends on the 
total number of layers while the noise depends on the volume of the AHCAL. 
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Figure 29. Distributions of total energy (left) and number of hits (right) for noise (red solid his- 
togram), MIP spectra (unshaded blue histogram), and their combination (dark-shaded black) in the 
AHCAL. The area of the distributions are normalized to one. 

An increase in the reverse bias voltage yields an increase in both gain and noise. The 
effective noise at half a MIP, however, reaches a minimum before rising again. This is 
shown in Figure ^ for the 2006 data, where we optimized the effective noise. For the 
2007 data, we optimized the light yield instead to achieve a homogeneous light yield in 
the entire calorimeter resulting in an increase in noise levels. In 2006, the average noise 
level per cell was 0.9 x 10^^. In 2007, it increased to 1.3-2x 10^^, which is about a factor 
of ten higher than the design goal of 10^"^. 

In the entire AHCAL prototype about 2 % of all cells are unusable for data analysis. 
Initially, modules 1 and 2 that were assembled with the very first batch of SiPMs developed 
high-noise problems because a coating layer on the silicon surface was missing. Dust 
particles caused shorts to develope frequently between the poly-silicon resistor and the 
aluminum bus. The affected pixels drew high current creating sources for high noise in 
these devices. The problem was identified in test bench studies and the subsequent SiPM 
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production was modified accordingly. The SiPMs in modules 1 and 2 were exchanged 
between the 2006 and 2007 test beam operations. In the remaining modules, only 0.2% of 
the channels suffer from a long-discharge behavior. A revised quality control procedure 
on the test bench allowed us to achieve such a small fraction of unusable cells. 
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Figure 30. Noise hits as a function of reverse bias voltage with a thi^eshold of half a MIR 



9.5 Performance of the SiPMs in the Test Beam 

The performance of the 7608 SiPMs has been studied in three test beam periods, luly 2007, 
May 2008 and luly 2008. The pedestal distribution is an excellent indicator for working, 
non-functioning or noisy SiPMs. The pedestal RMS of all SiPMs for runs between luly 
2007 and luly 2008 is shown in Figure |IT1 . 

The left peak corresponds to channels without electrical connection to SiPMs. For 
these channels the width of the pedestal distribution is about 18 ADC bins due to electron- 
ics noise. About 2% of all SiPMs fall into this category because of initially bad soldering 
and subsequent broken connections caused by slight deformation of the PCB to which the 
SiPM leads are soldered. Such deformations occurred during detector movements. For 
example 43 SiPMs became disconnected after transport from CERN to FNAL. By the end 
of luly 2008, we found that 87 SiPMs had become disconnected permanently, and 115 
SiPMs had intermittent disconnections. 

The distribution of the pedestal RMS does not change within periods of constant re- 
verse bias voltage. Three periods with different reverse bias voltage are clearly seen in 
Figure In addition, a spike during runs 25 and 26 is caused by the adjustment period 
of the reverse bias voltage. The average pedestal RMS values are 35, 37 and 40 ADC 
bins for the three periods that used different reverse bias voltages. These widths are much 
smaller than the typical distance between photoelectron peaks of 300-400 ADC bins and 
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Figure 31. SiPM noise during two years of operation in test beams. The pedestals are generally 
between 20 and 60 ADC bins and the number with a given pedestal RMS is stable with time 



do not affect the SiPM gain calibration. In nine SiPMs the gain cannot be determined. This 
corresponds to 0.11% of all channels. We also have a few SiPMs which show a sizable 
increase of the pedestal RMS with time but they are still usable. Thus, we can conclude 
that the SiPMs in the AHCAL demonstrate excellent performance and stability during four 
months of operation in 2007-2008. The number of unusable SiPMs is at the per- mil level. 
The soldering problem is a separate issue which will be fixed in the next prototype. 



9.6 Event Displays 

In order to demonstrate that the AHCAL prototype is capable of measuring the hadronic 
shower structure, Figure ^ shows a three-dimensional view (left) and a side view (right) 
of a pion shower that started in the AHCAL after leaving a track-like signature in the 
ECAL. The display illustrates the excellent imaging potential of the AHCAL and we are 
confident that this will allow us to test rigorously simulation models and reconstruction 
algorithms. 



10. Conclusion 



We have constructed a 38-layer steel-scintillator tile analog hadron calorimeter prototype 
that has a total thickness of 5.3 A„ {4.3Xj:). This is the first detector that uses many 
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Figure 32. Event displays of a 20 GeV/c pion from the online monitor, showing a three dimensional 
view (left) and a side view (right). The beam is coming from the right-hand side. The shower starts 
in the middle of AHCAL. Hits in the TCMT are indicated by the colored bars. 

thousands of SiPMs for readout. The non-linearity of the SiPMs can be reliably cor- 
rected. Commissioning and operation in the test beam at CERN have demonstrated that 
the calorimeter performs according to expectations. The two beam- test periods show the 
operational stability and robustness of the AHCAL. The high granularity gives us an ex- 
cellent opportunity for studying hadronic shower shapes in great detail. We anticipate that 
the results of such studies, in combination with detailed simulations, will demonstrate the 
extent to which nearby particle showers can be separated from one another, and hence 
provide a direct test of the performance that may ultimately be achieved using the particle 
flow approach. 
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